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A. SUMMARY; 


Contract NAS8-35023 was entered into on 8-2-82. The scope of 
work defined the design and development of five specific end 
items which had no direct relation to each other except that 
they were all needed for 'Geophysical Fluid Flow' models. 


The contract was amended three times, cost was not affected 
in the amendments. Amendment SA #1, dated Jan. 28, 1983 
allowed incremental payment and the nomenclatxire of the end 
items was simplified thus; 


A. Thermometer Well 243.00 

B. Thermistor Probe If 393 *00 

C. Conducting Sidewalls 2,814.00 

D. Precision Controllers 2,461.00 

E. Baro clinic Chamber 12,869 .00 


$19,780.00 


Delivery for items A through D was made between August 82 and 
April 83. Priorities were selected by the C. 0. R. Pre- 
paration of layouts for item E (Baroclinic Chamber) were begun 
in June 1983 and the basic outline dimensions were agreed to 
by the C. 0. R., so that the expensive, long lead-time saphire 
disks needed for the chamber, could be ordered. For reasons 
related to MSFC internal research activities, the G. 0. R. put 
a hold on the chamber design. This necessitated extensions of 
the contract, S/a 2 extension to February 6, 1984 and S/a 3 
extension to June 6, 1984. The C. 0. R. gave the go-ahead for 
a revised Baroclinic Chamber in Dec. 1983* The saphire windows 
were already on hand the purchase of other subcomponents was 
initiated. Fabrication commenced in early Feb. 1984 and the 
total assembly was finished, inspected and thoroughly tested 
during March 1984, with delivery scheduled for March 29, 1984. 
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B . NEW TECHNOLOGY; 


The efforts under this contract did not result in patentable 
inventions or 'new technology' which woiold be of general benefit. 
The equipment is highly specialized and devoted to specific 
scientific experiments. The MSEC New Technology manager has 
been advised of the above and an Interim report wan mailed 
to him on Sept. 22, 1983* 

C. THERMOMETER WELL; 


The thermometer well (formerly referred to as the circulating 
flxiid temperature measuring assembly) is shown on dwg. MS 882-1, 
dated Aug. 31 i 1983* The well allows the accurate temperature 
measxirement of four fluid circuits. Each circuit features a 
"well" into which a precision, laboratory type themiometer is 
inserted and held in place by closed cell foam washers in a 
sealing gland. The inlet - outlet ports accept l/2" I.D. Tygon 
tubing. The wells are surrounded by a rigid urethane insialating 
foam, injected in situ as shown on dwg. (see fig. l) 

D. THERMISTOR PROBE; 


1 . General 


A miniaturized temperature probe mount for use in the 'Shallow 
Annulus' for the 2 cm high chamber has been designed. The de- 
vice is fully documented on drawing No. MS 383-0, dated March 11,83 
and it consists of three essential elements; 

1) The Thermistor Probe Rake , 

which is immerged in the test fluid, 

2) The Traversing Mechanism 
which attaches to the annulus apparatus and rotates 
with it on the turntable during an experiment. 

The Traversing Controller 

which is held stationary from an upright column 
of the turntable atssembly. 


3 ) 
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A 3-positlon control lever permits remote jwsition changes of the 
thermistor rake. The three options are for inward or outward 
movement of the rake and stationary. 

2. THERMISTOR PROBE 

The probe is shown on dwg. MS 383-1 • The primary design goal 
was miniaturization. Pour glass-stemmed mini -thermistors are 
mounted to a brass cross bar which is, in timi, mounted to a 
hypodermic stainless steel tube of only 1.1 mm dia. Eight # 37 
gage magnet wires are housed in the tube and soldered to the 
0,05 i™ dia. platinum leads of the thermistors. The thermistor 
bead locations are shown on the drawing, that is, the spacing 
between beads is 5 inm and the distance away from the tube cen- 
terline is also 5 nun* It is obvious that the rake assembly is an 
extremely delicate instrument which must be handled with the 
greatest care. Note that the glass rod diameter of the thermis- 
tors is only 0.35 mm. The rake must be installed from the in- 
side of the annulus wall, starting with the # 37 leads being 
threaded through the 0-ring and guide. After positioning the 
probe, and clamping it to the traverse mechanism, the lead wires 
are soldered to the 8-pln receptacle. Identification of the 
lead wires is a problem because of their small size and lack of 
color coding. 

It is suggested to accomplish identification by the use of a 
pipette filled with alcohol or similar fast-evaporating fluid 
(not water) and letting a drop fall on the bead. The cooling 
effect will cause a drastic resistance increase accross the 
corresponding leads. The electrical and mechanical specifica- 
tions of the thermistors are given in the brochures by the manu- 
facturer, Thermometries, Inc. Note that the dissipation constant 
is only 0.l6 milliwatt per degree centigrade. The four thermis- 
tors in the rake have been resistance matched. The average re- 
sistance is 6000 Ohm at 22° C. CAUTION ; Because of the exposed 
thermistor lead connections, the probe must not be used in a 
conductive or corrosive test fluid. (See Fig. 2) 
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3. TRAVERSING MECHANISM 

The traversing mechanism uses a # 10-24 lead screw, i. e. each 
turn of the lead screw caxises the probe to traverse l/24" = 

.0417" or 1.058 mm. A four-bobbed star wheel drives the lead 
screw in l/4 turn increments which equals 0.01043" or 0.2648 mm. 
The traversing mechanism has a 50 rom mechanical range. This range 
must be limited by stops as necessary to avoid damage to the 
rake or the position potentiometer respectively. The latter 
has a range of 32 mm at 4l K Ohm. 1.28 K Ohm represent 1 mm 
traversing motion. Because of inevitable backlash, it will be 
necessary to calibrate the position potentiometer for the "in" 
and "out" drive condition separately. 

4. TRAVERSING CONTROLLER 

The controller features two retractable interceptive rods which 
engage the star wheel of the traversing lead screw. As the 
turntable rotates, the star wheel is "intercepted" once per 
revolution, causing it to rotate l/4 turn. The direction of 
rotation (in or out traverse) depends on the choice of inter- 
ceptor rod placed in the engagement position. Both rods can 
also be placed in a "neutral" position. To avoid damage should 
either of the end position (stops) of the traverse slide be 
reached, an automatic cut-out feature has been incorporated in 
the controller. The interceptor rod base plate swivels away 
when the interceptor rod contact force exceeds a predetermined 
limit. The break-away force is controlled by a spring loaded 
ball-indent mechanism attached to the Interceptor rod base plate. 

E CONDUCTING SIDEWALLS 

The diameters of the conducting sidewalls (inner and outer) 
were specified in the contract. The inner wall has a 2" dia. 
and the outer wall has a 5" dia. The test volume hlght was 
selected by the G. 0. R. to be 2 cm (.787"). The design is 
shown clearly on the assembly drawing MS 1082-1. The ideas 
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advanced in the proposal were followed. The inner sidewall 
consists of a cylindrical brass plug with a suction piston. The 
piston dia. was kept small enough so an not to affect the 
thermal contact area significantly (only 35^ of the 3*1^ sqviare 
inch area is "used up" by the piston and the sealing ring.) A 
locating ring (not shown on the drawing) has been provided to 
facilitate concentric installation of the inner sidewall. All 
'new* i>arts have been detailed on individual drawings MS 1082- 
2 through - 6. As before, the shallow annulus assembly is 
clamped together in a yoke as shown on drawing MS 981 - 1. 

This yoke features a single, centrally located, clamping screw. 

This was sufficient, when the insulating sidewalls were used, 
however, for the conducting sidewalls it is important that 
firm physical contact is established between the saphire disks 
and the sidewalls.- Therefore, four tie rods were added to 
aid the clamping. To minimize thermal 'cross ta^' between 
the upper and lower saphire assemblies through the steel tie 
rods, the rods penetrate the alimilnum heat sinks with ample 
clearance (air gap) and nylon bushings are placed under the 
nuts at the upper disk assembly. - In all other respects, the 
shallow assembly with thermal conducting sidewalls is identical 
to the non-conducting version. (See Fig. 3) 

F. PRECISION CONTROLLERS 
1 . General 

The selection and design of the sensitive temperature controllers 
were predicated by the high accuracy required, by the limited 
space available on the turntable and the necessary overall rugged- 
ness and compatibility with the "Shallow Annulus" experiment. 

The Model CA 4261 integral solid state proportional temperature 
controller (Thermalogic Corp., Waltham, Mass.) was selected as a 
best match. It is compatible with the existing thermistor 
sensors (type 1122 H custom encapsulated for the "Shallow Annulus"). 
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The commercial components were packaged into a self contained 
assemhly as shown on drawing MS 1082 - 10. This drawing is an 
isometric view and identifies all functionally important elements. 
Noteworthy are the LED pilot lights, red for power on indication, 
and green shows the pulsed jxjwer output from the trlac to the 
heater element. The mounting bracket provides interchangeability 
and easy attachment to the "Shallow Annulus" base plate without 
modification . 

2. Electro -mechanical Features 

The Model GA 4261 is a compact, fully encapsiilated unit which 
tolerates hostile environments such as moisture, elevated tem- 
peratures and shock. A high speed fuse (.5 A) has been incorpo- 
rated to protect the triac in case of a shorted heater. The 
desired temperature is directly dialed with a calibrated poten- 
tiometer with a range of 20 to 50° 0. Each division represents 
.25°0. A U.L. Glass II transformer isolates the controller 
(not trlac) from line voltage for protection from transients 
and ground faults. The controller circuit is fail safe, that is, 
the power to the load (heater) is automatically turned off if the 
sensor develops a short or open circuit. The proportional band 
width (sensitivity) is adjustable (.25 - 2.5°C). The adjust- 
ment potentiometer is located within the controller housing 
and has been set to the most sensitive position (.25°C.) This 
rather narrow band width results in a slight "overshoot" from 
large transients, e. g. when the unit is initially turned on or 
when the dial setting is changed. Of course, phenomena such as 
overshoot are system-dependent, and for the "Shallow Annulus 
Assembly", the overshoot amounts to less than .2°G, followed by 
an undershoot of less than .05°G. The transients dampen out 
completely within less than a minute. Once the sensed temperature 
is within the band width of the controller, the triac is pulsed 
on and off at a constant frequency of about 1.3 cycles per second. 
This is evident by the blinking of the green LED display light. 
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Control is achieved by proportioning the ratio between the "on" 
time and the "off" time. The anticipatory (derivative) control 
circuit provides the constant "updating" of the pulse width for 
a tight control. 

3. Bench Test at PRECISION DEVICES. LTD . 

The completed units (2) were subjected to a functional test 
and calibration. A digital ohmeter (four significant places) 
was connected to the sensor thermistor probe. This probe is 
identical to the control thermistor but electrically and mechani- 
cally completely independent. The control and sensing thermistors 
are mounted diagonally opposite on the heavy aluminum heat sink 
ring which carries the saphire disk in the middle and the heater 
element at the periphery. The thermistor has a resistance of 
2252 ohms at 25°G and 1470 ohms at 35°C respectuvely. Thus a 
1°C temperature change represents a resistance change of ?8.2 ohms. 
With the aforementioned meter it was thus possible to observe 
changes in the order of l/l00°C. The controller was set to 35°C. 
The ambient temperature was approximately 23°G. After the 
saphire assembly reached set point temperature, a slight over- 
shoot of less than .2°G was observed. This was followed by an 
undershoot of about .05°G, hence the controller "locked in" 

and the temperature was held steady within 2 counts, which is 

o 

equivalent to plus-minus .013 G. The test was conducted for 
12 hours with the ambient temperature changing by more than 5°G. 
"Mild transients" were introduced by grasping the aluminum heat 
sink with "cold" hands. The controller action was prompt and 
precise. The temperature did not deviate more than 3 coimts 
(.04°C) up or down from the mean. 

4. Summary _ 

Inherently, the "Shallow Annulus" experiments do not incur harsh 
transients during a test run - perhaps no worse than the "cold 
hands simulation" - the controller should easily keep the set 
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temperatTore constant to better than .1°G, which was stipulated 
in the contract. (See Fig. 4) 

G. BAROCLINIC CHAMBER 
1 . Design 

The baroclinic chamber is to be mounted on MSFC's new 36"dia. 
rotating table, and the mounting provisions have been located 
accordingly. Also, it was necessary to provide about 2 l/4" 
of clearance under the mounting ring, because the manifold for 
the thermostated cooling - heating fluids is located in the 
center on top of the table. As shown on dwg. MS 783-0 » revision 
C, dated 3-22-84, three columns support a large diameter acrylic 
ring, which, in turn supports the lower saphire disk assembly. 
This assembly includes the aluminum mounting ring which has a 
crossection of approx. 1 x 1". The aluminum ring contains a 
3/8" dia. copper tube through which thermostated (cold) water 
is circulated. The two hose connectors are dimensioned for l/2" 
I.D. Tygon tubing. The 5" I*D. acrylic sidewall of the chamber 
carries an acrylic 'spill basin' near the top. Eight #6-32 tie 
rods hold the entire lower assembly together and provide the 
necessary pressure on the 0-ring seal in the aluminum ring. - 
The upper saphire disk is also bonded to a 1 x 1" crossection 
aluminum ring, however, this ring has an embedded electrical 
heater. The upper saphire is supported by an acrylic disk, 
which holds it to a precision ball bearing mounted spindle. 

Three spider-like arms extend from the central bearing housing. 
The arms rest on the three columns, which also hold the lower 
saphire assembly. Fine adjustment features at the spider arm - 
column interface have been incorporated for perfect concentricity 
and minimum clearance between the upper saphire and the edge of 
the cylindrical wall. The 'spill basin' holds any liquid which 
escapes through the gap. The upper saphire assy, is driven 
through an 0-idng - in vee-belt fashion-from a stepper motor. 

(See Fig. 5) 
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2. Rotating Speed Measurement 

A permanent magnet has been mounted to the aluminum ring of 
the upper saphire and a compa^tible proximity switch (reed type) 
is fastened to the stationary columns. The obvious purpose of 
this arrangement is the accurate measurement of the relative 
rotational speed of the upper disk. An external (not furnished) 
period counter is used to clock the time lapse per revolution. 

3 . Temperature Control 

As mentioned, the heater is imbedded in the aluminum ring. Great 
care was taken to assure a uniform heat distribution in the ring, 
there is virt^ially no 'splice' in the 3/8"dia. heater ring. Two 
l/4 - 20 tapped holes in the aluminum ring hold the thermistor 
probes. One probe is used in the control circuit, and the other 
probe is available for remote recording of the disk temperature. 

The component specification and the wire color coding through the 
slipring is shown in Fig. 6. The THERMALOGIG CO. diagram (solid 
state relay and controller) is shown on Fig. 7* 

4. Motor Drive 

Initially it was planned to employ a speed controlled D.C. gear 
motor. Since the control of such systems is of an analog nature, 
the C. 0. R. feared that the desired high constancy of the rota- 
tional speed might be difficult to achieve. Therefore the drive 
system uses a stepper motor with appropriate translator. The 
input is digital from a square wave external low frequency function 
generator (Not furnished). Since this is a digital system, the 
speed control is as stable as the function generator. The electri- 
cal specifications, model numbers and wiring connections are shown 
in Fig. 8. - The stepper motor runs reasonably "smooth" between 
50 to 600 pulses per second. Four exchangeable motor pulleys 
(.28 to .935" dia.) are provided for the most accommodating ratio. 
The drive groove diameter in the aluminum ring is 7", thus the 
speed reduction ratio between motor and saphire disk ranges from 
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1:25 to 1 : 7 , 5 . Since 200 pulses rotate the drive motor one 
turn, the disk speed range is between .6 to 24 RPM, well within 
the desired range. The 0-ring drive smoothes out the 'jerky* 
motion of the stepper motor at low speeds, of course there is a 
lower limit to this damping effect, but that occurs below the 
specified 1 RPM for the disk. Fig. 9 Is a reprint of the motor 
winding diagram, and figures 10a through 10c describe the 
'translator' which drives the stepper motor. 

F. CONCLUSION 


All aspects of the contract have been fulfilled. No government 
owned equipment was used or Incorporated into the end items. The 
foregoing fully explains the various items which were developed 
and fabricated as specified. Four of the five items to be 
delivered under this contract had previously been delivered 
and accepted, and their performance met all expectations. The 
last item, the baroclinlc chamber, which is being delivered 
together with this final report, has been thoroughly checked 
out and should perform equally well. Copies, as required by 
contract are distributed as follows: 

ES 82 2 cy. 

AT 01 1 " 

AS 24-D 3 

EM 12-B cy. of cover only 

AP 25-G " " " 
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TRANSLATORS TYPES ST250B AND ISTieOO 

and 


ADJUSTABLE SPEED DRIVES TYPES ST250B-1015 AND ST1800-100A 


INSPECTION 


SLO-SYN Translators and Adjust- 
able Speed Drives are designed to provide 
long, dependable service with a minimum 
of maintenance and adjustment. To as- 
sure proper performance, follow the 
procedures outlined in these instructions 
carefuiiy. The "Damage and Shortage" 
instructions packed with the unit outline 
the procedure to foilow if any parts are 
damaged or missing. 


PRINCIPLES 
OF OPERATION 


A SLO-SYN Translator translates into 
motor steps, information supplied as pulses 
from an external source or from an external 
shorting contact. For each element of stimu- 
lus, the motor shaft advances one step of 
1.8*. As shown in Figure 1. a SLO-SYN 
Translator is a two-channel, bidirectional 
device. Incoming signals are shaped in 
monostable circuits before going to the logic 
elements, which consist of diodes and 
transistors arranged to provide the four-step 
sequence required to drive a bifilar SLO- 
SYN motor at 200 steps per revolution. The 
output from the logic elements feeds four 



transistor power switches which are con- 
nected to the four motor windings. 

A SLO-SYN Adjustable Speed Drive 
is essentially the same as a SLO-SYN 
Translator, but includes a built-in oscillator 
to supply the triggering signals. If desired, 
the oscillator can be bypassed and the unit 
operated as a standard translator. 


TEMPERATURE 


A SLO-SYN Translator may be 
operated at any ambient temperature 
between 0*C and -i-40'’C. It may be stored 
in transit at any temperature between - 55" C 
and -f'85"u. 


INSTALLATION 


SLO-SYN Translators and SLO-SYN 
Adjustable Speed Drives can be rack 
mounted or may be mounted on a bench or 
shelf. For permanent mounting, drill four 
holes located as shown in Figure 2 and bolt 
the unit in place using the through holes in 
the cabinet feet. Be sure that nothing ob- 
structs the free flow of air through the 
bottom of the cabinet and the louvers. When 
mounted inside a cabinet or other enclosure, 
the top cover may be removetf for easier 
access and cooler operation. With the cover 
removed the maximum ambient temperature 
rating can be increased to -+-50*C. 
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FIGURE 4 CONNECTION DIAGRAM SLO-SYN TRANSLATOR 
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FIGURE S CONNECTION DIAGRAM SLO-SYN ADJUSTABLE SPEED DRIVE 
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DRIVE 

USED WITH 
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MOTOR 
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DROPPING RESISTOR 
REQUIRED 

TYPE 

INPUT AMPS 

DESCRIPTION 

TYPE 

ST?S0B 

ST2SOBIOIS 

O.S 

ssx'i-ioo? 

BnxsRmasm 

8P767-C21 

SSiO ICX)9 


BP:67C1S 

SSIbO 1010 

ss7so.iooe 

X7S0I002 



ST1800 
STI800 1004 

1.0 

SS7S01077 

X7SOI0O3 

SS4001071 

1 ohm ±S5S. so will 

SMlOZOtS-CS 





CONNECTIONS 


NOTE: BEFORE CONNECTING THE SLO SYN MOTOR, CHECK THE CHART TO BE SURE 
THAT THE MOTOR IS CORRECT FOR USE WITH YOUR TRANSLATOR OR ADJUSTABLE 
SPEED DRIVE. NEVER CONNECT OR DISCONNECT THE MOTOR LEADS WHILE THE 
UNIT IS ENERGIZED. 




POWER INPUT 
REQUIREMENTS 


The required input is 105-125 volts, 

0.5 ampere for type ST2506 translator and 
type ST250B-1015 adjustable speed drive 
and 105-125 volts, 1.0 ampere for type 
ST1800 translator and type ST1800-1004 
adjustable speed drive. 


TRIGGERING 

SIGNAL 

REQUIREMENTS 


PULSE OR SQUARE WAVE: The 
trigsering requirement is a negative change 
of voltage at input terminal A for clockwise 
rotation or at input terminal B for counter- 
clockwise rotation, with respect to neutral 
terminal C. As shown in Figure 3, for a 
steep-front signal with a rise time of 0.1 
millisecond or less, a negative amplitude 
change of 3 volts is sufficient. A signal with a 
more gradual rise will require a greater 
amplitude change. The unit will trigger on 
the leading edge of negative pulses and the 
trailing edge of positive pulses. Pulses can 
be supplied by tape readers, computers, 
oscillators, pulse generators or other signal 
producing equipment. The input impedance 
consists of a 2200 ohm. 0.5 wa tt resistor 
shunted by a series RC of 390 ohms and 0.1 
microfarad. 



FIGURE 3 


EXTERNAL SHORTING SWITCH: The 
unit can also be triggered using shorting 
switches as shown in the external wiring 
diagrams. Figures 4 and 5. Separate 12 volt 
positive d-c. 6000 ohm supplies are provided 
at input terminals X and Y on translators 
and at input terminal Y on adjustable speed 
drives. Connected to terminals A and B, 
they maintain a positive voltage at these 
terminals until the switch closes, thereby 
reducing the voltage momentarily to zero 
and providing the negative change of voltage 
needed to trigger the unit. Filtering of the 
closing bounce noise made by most mechani- 
cal switches is necessary to prevent faulty 
operation. Values of the RC noise filter 
components shown are typical and may have 
to be altered to suit the characteristics of the 
switches used. 


External wiring connections are shown 
in Figure 4 for SLO-SYN Translators and in 
Figure 5 for SLO-SYN Adjustable Speed 
Drives. It is also possible to operate two or 
more motors from a single translator or 
adjustable speed drive. The motors can be 
operated either simultaneously or one at a 
time, depending on the requirements of the 
application. Consult the factory for recom- 
mendations whenever a translator or ad- 
justable speed drive is to be used with more 
than one motor. 

Make the wiring connections in the 
following manner. 

1. Connect the SLO-SYN motor to terminals 
1 through 5 as shown in the wiring dia- 
grams. Be sure that the motor leads are 
not shorted between terminals and that, 
when specified in the chart, a dropping 


resistor of the correct value is installed in 
the white (#2) motor lead. 

2. Using the cord and plug assembly pro- 
vided, connect the unit to a 120 volt a-c 
power source. 

3. Make the input signal connections. If 
external shorting switches are used, the 
values of the RC filter network com- 
ponents can be altered later, if necessary, 
to suit the characteristics of the switches 
used. 

4. SLO-SYN ADJUSTABLE SPEED DRIVES 
For external “forward-reverse” control, 
connect a single-pole, two position switch 
as shown in Figure 5. Connections for 
bypassing the buitt-in osciltatcr and 
operating the unit from an externat 
source or from external shorting switches 
are also given. 
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Fig io ^ 


















MOTOR CONTROL 



THE SXJI»EMOR ELECTRIC company 


Mud^airltrti 

383 MMdIt Strwt 
BriitoL Connecticut 06010 
Tel: (203) S82-9S61 
TWX; 203-M2-5293 
ClOle Mdritt! SUPCLEC 


FIELD OFFICES; 

8TUNT* 

P. 0. Bee 20B41 Airport Branch 
Atlanta, Ceortla 30320 
Tel: (404) 76&S638 

BOSTON 
6 Abbott Bead 

Wellesley Hint, Mata. 021B1 
Tell (617) 237-07M 


CHICAGO 

U2B West Roosevelt Road 
Oak Park, Illinois 60304 
Tel: (312) 3B3-S430 
TWX: 312-3B3-304S 

CimUND 

124 West Washlncton Street 
Medina, Ohio 44256 
Tel: (216) 723-lStS 

Cleveland Enterprise 3761 
TWX: 216-725^650 

OAIUS 

317 Meadows Bulldlnf 
Dallas, Teeat 75206 
Tel: (214) 36B-468B 
TWX: 214-619-8116 

OnROIT 

13530 Mlchlian Avenue 
Dearborn, Mlchlcan 4B126 
Tel: P13) 582-5225 


IDS ANGELES 
14663 THUS Street 
Van Nuys, California 91412 
Tel: (213) 786-3626 
TWX: 213-781-3738 

NEW YORK 
250 Park Avenus 
New York, New York 10017 
Tel: (212) 986-7930 

PHIUOELPHIA 

Port Washiniton Industrial Park 
Fort Washiniton, Pennsylvania 19034 
Tel: (215) 248-3537 

SAN FRANCISCO 
645 Marshall Court 
Redwood City, California 94063 
Tel: (415) 369-8203 


SCAniE 

10845 N. E. Ei|hth Street 
Bellevue, Washiniton 98004 
Tel: (206) 454-4979 

WASHINGTON 

1303 Wisconsin Avenue, N.W. 

Washiniton. D.C. 20007 
Tel: (202) 337-8881 

IN CANADA 

The American Superior Electric Company, Ltd. 
174 Evans Avenue 
Toronto 18, Ontario 
Tel: (416) 255-2318 


IN EUROPE 

Superior Electric Nederland N.V. 
Zwartewei 12 
The Ha|ue, Netherlands 
Tel: (070) 18 06 72 
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